COLPOSCOPE

TECHNICAL SPECIFICATIONS

1. Should be a basic model with binocular tubes with inter papillary adjustment and vertical stand.
2. Should have a working range with fine focus of minimum 40mm.
3. Should have a 12.5x or 13.5x or 15x eye piece.
4. Should have a standard objective of working distance between 250 to 300mm.
5. The vertical stand should have at least 4 wheels and at least 2 of them should have breaking facility.
6. The vertical joint should be rotatable and should have vertical height adjustment.
7. The head should be tiltable and should have positioning handle.
8. Should use a halogen light source with coaxial illumination.
9. Should work with input 200 to 240Vac 50 Hz supply.